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Abstract 


An  evanescent  wave  fluorescence-based  fiber-optic  flow  sensor  is  being  investigated.  This 
sensor  is  based  on  the  interaction  of  a  laser  beam  in  a  bare  optical  fiber  with  fluorescent  probe 
molecules  present  in  the  resin  flowing  in  the  direction  of  the  fiber.  The  electric  field  of  the 
monochromatic  light  waves  traveling  in  the  fiber  by  total  internal  reflection  penetrates  outside 
the  fiber  and  is  called  the  evanescent  wave  field.  A  fluorescent  probe  molecule  within  the  depth 
of  penetration  gets  excited  by  this  field  and  emits  a  characteristic  fluorescent  radiation  that  is 
coupled  back  into  the  fiber  by  the  principle  of  reciprocity  of  optics.  If  the  light  at  the  end  of  the 
fiber  is  filtered  for  the  fluorescent  radiation  and  the  intensity  is  recorded,  it  gives  an  estimate  of 
the  number  of  fluorescent  probe  molecules  in  contact  with  the  fiber  and,  hence,  the  extent  to 
which  the  fiber  is  covered  with  the  resin.  Preliminary  experiments  have  shown  that  there  is  a 
linear  correlation  between  the  peak  intensity  and  the  length  of  fiber  in  contact  with  the 
fluid.  A  laboratory  setup  has  been  assembled  at  the  University  of  Delaware  (UD),  using  a 
photomultiplier-tube-based  detector,  arid  various  experiments  have  been  conducted  to  assess  the 
effect  of  covered  fiber  length  on  the  intensity  of  fluorescence  using  the  evanescent  mode  of 
sensing  and  on  the  uses  of  distal  mode  sensing  of  fluorescence  for  detection  of  flow. 
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1.  Introduction 


Resin  transfer  molding  (RTM)  is  a  versatile  and  economic  process  for  the  manufacture  of 
polymer  composites.  RTM  is  finding  increasing  acceptance  in  the  fabrication  of  large  and 
complex  parts.  Due  to  their  high  strength-to- weight  ratio,  composites  have  been  developed  for  a 
number  of  industrial  and  aerospace  applications  as  an  attractive  alternative  to  conventional 
metallic  parts.  However  there  is  a  significant  need  to  improve  the  quality  and  process  control  of 
the  RTM  processes.  The  variability  of  processing  conditions  and  the  state  of  the  raw  materials 
cause  large  part-to-part  variations.  Thus,  there  is  a  need  to  improve  the  efficiency  and  reliability 
of  composite  processing. 

Modeling  and  simulation  have  been  used  with  some  success  to  gain  insight  into  the  complex 
phenomena  during  flow  and  cure  of  resin.  The  liquid-injection  molding  simulation  software 
(LIMS)  developed  at  the  University  of  Delaware  has  been  used  to  predict  the  occurrence  of  dry 
spots  occurring  when  resin  flows  in  molds  with  complex  geometries  [1-6]. 

Another  way  to  improve  the  efficiency  and  reliability  of  a  manufacturing  process  is  through 
the  implementation  of  an  on-line  sensing-and-control  system.  This  would  allow  the  production 
of  parts  with  consistently  high  quality.  Hence,  there  has  been  considerable  work  done  in  the  area 
of  on-line  sensing  techniques.  A  number  of  in-situ  sensors  have  been  developed  for  the 
composite  manufacturing  processes  such  as  electromagnetic,  ultrasonic,  spectrometric,  and 
fluorescence  sensors  [7,  8]. 

The  changes  in  electromagnetic  responses  between  sensing  elements,  separated  spatially  in 
the  mold,  as  the  resin  flows  and  cures  have  been  widely  used  in  many  sensors  [9-13].  As  the 
resin  flows  between  the  elements,  it  completes  an  electrical  circuit,  providing  the  signal  that  the 
resin  has  reached  that  point.  As  the  resin  cures,  there  is  a  change  in  the  permittivity  due  to 
decreasing  ionic  mobility  of  the  adventitious  ions,  and  this  can  be  correlated  to  the  state  of  the 
cure. 
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Ultrasonic  wave-based  techniques  have  been  used  as  tools  to  detect  the  cure  of  epoxies  [14, 
15].  Ultrasonic  waves  are  passed  through  the  composite  part,  and  the  phase  velocity  and 
attenuation  are  measured.  As  the  resin  cures  the  changes  in  elastic,  bulk  and  relaxation  moduli 
of  the  resin  change,  thus  changing  the  speed  of  propagation,  as  well  as  damping  of  the  ultrasonic 
waves.  Some  common  problems  associated  with  this  technique  are  the  low  signal-to-noise  ratio, 
dispersion  and  scattering  of  the  waves,  and  limitations  on  the  temperature  and  pressure  of 
operation. 

Spectroscopic  techniques  have  been  used  to  detect  the  cure  of  composite  parts  [15-24]. 
Some  of  these  techniques  are  ultraviolet  (UV)-visible  (Vis)  and  infrared  (IR)  spectroscopy, 
fluorescence  spectroscopy,  and  Raman  spectroscopy.  All  of  these  techniques  involve  the 
scattering  interaction  of  a  monochromatic  beam  of  light,  usually  from  a  laser  or  a  filtered 
incandescent  lamp  with  the  material.  The  intensity  and  wavelength  of  the  scattered  light  yields 
information  about  the  material  under  study.  In  IR  spectroscopy,  each  bond  in  the  resin  system 
has  its  characteristic  peak  in  the  absorption  spectrum.  Thus,  as  some  bonds  form  and  others  get 
broken  during  the  curing  process,  the  intensities  at  the  corresponding  peaks  change.  In  UV-Vis 
and  fluorescence  spectroscopy,  the  light  photon  excites  the  molecule  to  a  characteristic  energy 
level.  The  molecule  then  de-excites  to  a  lower  energy  level,  emitting  a  characteristic  photon.  In 
a  resin  system,  as  the  monomer  molecules  cross-link,  the  vibrational  and  translational  degrees  of 
freedom  get  restricted.  Thus,  the  amount  of  energy  available  for  excitation  is  higher.  This  leads 
to  increasing  intensity  of  the  emission  spectrum,  as  well  as  a  blue  shift  as  the  wavelength  of  the 
photons  decreases.  In  Raman  spectroscopy,  the  excitation  photon  does  not  have  enough  energy 
to  excite  the  molecule  to  the  next  energy  level.  Hence,  the  energy  absorption  lifts  the  photon  to  a 
virtual  vibrational  energy  level  below  the  first  electronic  state.  Within  a  short  time,  it  returns  to  a 
stable  energetic  level  in  the  ground  electronic  state.  If  this  state  is  not  the  same  as  the  original 
state,  then  the  emission  photon  has  a  different  wavelength  than  the  excitation  light.  This  shift  is 
called  the  Raman  shift  and  is  characteristic  of  the  molecule.  The  intensity  of  the  Raman 
spectrum  is  directly  proportional  to  the  concentration  of  the  chemical  species  and  related  to  the 
temperature  of  the  specimen  [20].  Hence  resin  cure  can  be  detected  by  measuring  the  decreasing 
concentration  of  the  epoxide.  All  these  spectroscopic  techniques  are  noncontact;  work  by  direct 
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molecular-level  interaction;  and,  hence,  provide  a  primary  measure  of  cure.  However,  the  effects 
of  the  temperature  on  the  spectra  obtained  have  to  be  compensated  in  order  to  get  accurate  data. 

Fiber  optics  have  been  used  for  remote  in-situ  spectroscopy  [20-36].  The  excitation  beam  is 
conveyed  by  the  fiber  to  the  region  of  interest;  hence,  the  fiber  optic  sensor  can  be  used  as  both  a 
surface  sensor  and  as  an  embedded  sensor  in  composites  processing.  The  size  of  the  fiber-optic 
probe  is  comparable  to  the  size  of  the  reinforcement  fibers  in  composites.  Hence,  the 
interference  effects  are  minimal.  The  two  modes  of  sensing  using  fiber  optics  are  (1)  the  distal 
mode  and  (2)  the  evanescent  mode  of  sensing.  In  the  distal  mode,  the  end  of  the  sensor  is  in 
contact  in  the  specimen  and  is  used  to  sense  in  a  small  volume  surrounding  the  tip.  In 
evanescent  wave  sensing,  the  interaction  of  the  evanescent  electric  field  of  the  monochromatic 
light  propagating  in  the  fiber  with  the  surroundings  is  used  for  sensing.  Thus,  the  full  length  of 
the  fiber  acts  as  a  probe.  It  is  expected  that,  as  the  fiber  gets  covered,  the  intensity  of  the 
detected  signal  will  increase.  In  earlier  work  [35-37],  a  corresponding  blue  shift  in  peak 
intensity  was  seen  as  resin  cure  progressed.  This  enables  the  development  of  a  inexpensive 
fiber-optic  flow  and  cure  sensor,  which  can  be  used  to  investigate  the  flow  into  fiber  bundles  and 
flow  in  molds  with  complex  geometry.  Thus,  fiber-optic  evanescent  wave  sensors  have  been 
investigated  in  an  ongoing  collaboration  between  the  U.S.  Army  Research  Laboratory  (ARL)  and 
the  National  Institute  of  Standards  and  Technology  (NIST). 

A  fiber-optic  evanescent  wave-based  flow  sensor  is  presented  here.  An  argon  ion  laser  was 
made  to  interact  with  a  fluorescent  dye  solution  flowing  along  the  length  of  the  fiber  optic,  and 
the  resultant  signal  from  the  fluorescence  interaction  was  monitored  using  an  intelligent  photo 
sensor.  An  experiment  based  on  distal  mode  sensing  was  also  conducted. 

2.  Theory 

Optical  fibers  transmit  light  by  total  internal  reflection.  Light  focused  on  the  end  face  of  the 
fiber  intersects  the  fiber-medium  interface  at  an  angle  determined  by  Snell’s  law.  If  the 
refractive  index  of  the  medium  is  less  than  that  of  the  fiber,  then  there  exists  a  critical  angle  of 
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incidence  beyond  which  the  light  gets  reflected  back  into  the  fiber.  Thus,  light  propagating  in 
the  fiber  at  an  angle  greater  than  this  propagates  through  the  fiber.  The  electric  field  amplitude 
of  the  guided  wave  decays  exponentially  in  the  medium. 

The  evanescent  wave  fluorescent  wave  sensor  is  based  on  the  interaction  of  the  fluorescent 
dye  molecules  with  the  evanescent  electric  field.  It  is  necessary  that  the  refractive  index  of  the 
sensor  be  higher  than  that  of  the  surrounding  medium.  At  the  interface  between  the  wave  guide 
and  the  medium,  the  light  suffers  total  internal  reflection.  The  evanescent  filed  arises  from  the 
interference  between  the  electric  fields  of  the  incoming  and  the  reflected  rays.  The  evanescent 
wave  extends  beyond  the  reflecting  interface  into  the  surrounding  medium  and  decays 
exponentially  in  amplitude.  The  distance  to  which  the  electric  field  decays  to  (1  le)  its  original 
value  is  called  the  depth  of  penetration.  This  depth  of  penetration  is  given  by 

d  = - r - - - rrrr,  (D 

p  2rc(sin20-(n2/n1)2)1 

where  X  is  the  wavelength  of  the  light,  m  is  the  refractive  index  of  the  fiber,  n2  is  the  index  of  the 
medium,  and  0  is  the  angle  of  incidence  of  the  propagating  light  at  the  interface.  Values  for  dp 
are  of  the  order  of  100-10,000  nm. 

We  select  the  angles  of  incidence  at  the  fiber  front  to  be  less  than  the  critical  angle  so  that 
there  are  no  losses  at  the  face.  The  amplitude  decays  exponentially  with  the  distance.  The 
probability  of  fluorescence  is  dependent  on  the  product  of  quantum  efficiency  of  fluorescence 
and  the  probability  of  absorption  of  the  evanescent  photon.  It  is  estimated  that  approximately 
half  the  light  is  emanating  from  fluorescence  at  a  distance  z,  where  the  evanescent  wave 
amplitude  is  significant.  The  efficiency  of  collection  and  transmission  of  the  fluorescence  is 
dependent  on  whether  the  angle  in  the  fiber  is  greater  than  the  critical  angle  or  not.  Almost  all 
the  fluorescence  in  the  fiber  will  be  lost  for  angles  less  than  the  critical  angle,  as  can  be  expected. 
By  the  principle  of  reciprocity  of  optics,  one  can  expect  that,  if  the  emission  of  the  excited 
molecule  itself  is  evanescent,  then  the  fluorescent  photons  that  get  into  the  fiber  will  get 
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internally  reflected  and  will  reach  the  detector,  whereas  the  fluorescent  light  that  gets  refracted 
into  the  fiber  by  the  principles  of  conventional  ray  optics  will  lose  intensity  rapidly  with  each 
successive  reflection  as  part  of  the  ray  gets  refracted  into  the  medium  and  will  therefore  be  very 
weak  at  the  detector.  Hence,  the  chief  component  of  the  detected  fluorescence  at  the  detector 
end  will  be  the  evanescent  wave  fluorescence.  Since  the  intensity  of  the  electric  field  of  the 
monochromatic  light  is  approximately  the  same  at  every  point  on  the  fiber  where  the  laser  beam 
reflects  off  the  fiber-medium  interface  and  nearly  all  the  evanescent  wave  photons  reach  the 
detector,  there  is  a  linear  correlation  between  the  intensity  detected  and  the  length  of  the  fiber  in 
contact  with  the  fluorescent  solution.  However,  there  will  be  a  sudden  increase  in  intensity  as 
the  conventional  fluorescent  rays  that  enter  the  fiber  very  near  the  detector  end  have  not 
dissipated  through  losses. 

3.  Experimental  Setup 


An  optical  bench  (Figure  1)  was  constructed  for  the  flow  monitoring  experiments.  The 
experimental  setup  consisted  of  an  Ar+  laser,  a  system  of  mirrors,  beam  splitter,  20X  microscope 
objective  and  a  fiber  coupler  to  couple  the  laser  light  into  the  NIST-supplied  leaded  glass 
fiber-optic  cable. 


Figure  1.  Schematic  of  Experimental  Setup. 
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The  detection  system  at  the  University  of  Delaware  consisted  of  a  laser  filter, 
monochromator,  and  a  intelligent  photosensor  module  (Hammamatsu  HC-135  sensor).  The 
wavelength  on  the  monochromator  was  set  using  a  stepper  motor  interfaced  to  the  shaft  using  a 
flexible  coupling.  The  stepper  motor  and  the  intelligent  photosensor  were  interfaced  to  a  PC 
(P5-166)  for  control  and  data  acquisition  purposes. 

The  intelligent  photosensor  combines  the  sensitivity  of  a  photomultiplier  tube  with  the 
intelligence  of  a  microcontroller  to  provide  a  flexible  and  sensitive  detector  that  can  be  interfaced 
to  the  computer  very  easily  using  a  standard  RS-232  cable  to  the  serial  port.  The  detector 
module  acquires  the  signal  by  counting  the  number  of  photons  as  they  enter  the  input  window. 
This  is  the  most  sensitive  technique  available  for  light  measurement.  The  photon-counting 
sensor  has  a  large  active  area  of  diameter  21  mm  for  light  gathering.  The  photomultiplier  tube 
does  the  photon  counting  using  a  series  of  cascade  circuits  that  generate  thousands  of  electrons 
for  every  photon  impinging  on  the  light  gathering  area.  The  photomultiplier  tube  is  powered  by 
an  onboard  high-voltage  Cockroft-Walton  power  supply.  This  is  used  to  limit  current 
consumption  and  prevent  unwanted  temperature  rise  of  the  assembly.  The  photosensor  is 
powered  by  a  direct-current  (DC)  power  supply  rated  at  a  voltage  of  5  V. 

The  light  signal  from  the  photomultiplier  tube  takes  the  form  of  very  high  current  pulses. 
These  pulses  are  amplified  and  converted  to  digital  pulses  with  a  high-speed  amplifier  and 
discriminator.  They  are  then  prescaled  by  a  value  of  four  before  counting,  which  increases  the 
dynamic  range  without  using  excessive  power.  These  pulses  are  counted  using  by  the 
microcontroller.  The  HC-135  integrates  all  the  necessary  components  required  for  photon 
counting  in  a  compact  cylindrical  body  of  diameter  1.35  in  and  length  of  5  in. 

4.  Experiments 


A  fiber-optic  flow  sensor  can  be  implemented  in  two  modes  of  sensing.  In  the  first  mode, 
called  distal  mode  sensing,  the  fiber-optic  sensor  is  a  point  sensor.  The  optical  fiber  acts  as  a 
conduit  for  the  laser  beam  to  reach  a  point  in  space.  When  the  flow  containing  fluorescent  dye 
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reaches  the  tip  of  the  fiber,  which  is  illuminated  by  the  laser  beam,  the  dye  molecules  get 
stimulated  and  emit  fluorescent  photons.  This  radiation  gets  conducted  back  along  the  fiber  and 
goes  to  the  detector,  which  is  set  up  to  receive  only  those  photons  of  the  wavelength 
corresponding  to  the  peak  of  the  spectrum  of  fluorescence  of  the  dye.  The  change  in  signal 
immediately  indicates  that  the  flow  has  reached  that  point.  In  the  second  mode  of  sensing,  the 
evanescent  mode,  the  entire  length  of  the  optical  fiber  acts  as  a  sensor.  The  dye  is  made  to  flow 
along  the  length  of  the  fiber  and  the  change  in  signal  recorded  as  the  optical  fiber  gets 
progressively  covered. 

A  number  of  experiments  were  carried  out  to  detect  the  flow  of  a  solution  of  Rhodamine  B 
dissolved  in  ethanol  to  a  concentration  of  10’ 6  M.  The  optical  fiber  used,  that  was  supplied  by 
the  Polymers  Division,  NIST,  had  a  high  refractive  index  of  1.6.  The  intensity  of  background 
light  was  measured  using  the  photon  counter  with  the  lights  off.  The  “dark  count”  of  the  detector 
(i.e.,  the  photon  counts  obtained  when  the  detector  is  closed  off  to  all  sources  of  external  light 
using  a  cap)  was  found  to  be  of  the  order  of  150  counts/second.  The  background  and  fluorescent 
photon  counts  were  of  the  order  of  100,000  counts/second.  Hence,  the  dark  count  was  neglected 
in  subsequent  calculations.  The  background  count  was  subtracted  from  the  subsequent  readings 
in  order  to  obtain  an  accurate  estimate  of  the  fluorescent  light  reaching  the  detector.  The 
monochromator  was  set  to  570  nm,  which  is  the  maximum  of  the  spectrum  obtained  for  the 
fluorescence  of  Rhodamine  B  dye  dissolved  in  ethanol.  The  laser  was  turned  on,  and  the 
background  count  was  recorded  to  give  a  baseline  for  subsequent  readings.  In  the  first  series  of 
experiments  for  distal  mode  sensing,  the  optical  fiber  was  suspended  inside  the  tube  and  the 
fluorescent  dye  solution  was  injected  from  the  bottom  until  it  reached  the  fiber  tip.  At  that  point, 
the  change  in  the  counts  was  recorded.  This  change  in  counts  is  plotted. 

A  number  of  experiments  were  performed  to  evaluate  the  evanescent  mode  of  sensing.  The 
optical  fiber  was  run  through  the  tube  and  clamped  at  the  end.  The  tip  of  the  fiber  extending 
below  the  tube  was  blackened  in  order  to  prevent  background  light  from  getting  conducted  to  the 
detector  through  the  fiber.  A  centimeter  scale  was  attached  to  the  tube.  The  dye  solution  was 
injected  along  the  length  of  the  fiber.  At  every  centimeter  graduation,  the  photon  count  was 
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recorded  until  the  tube  filled  up  completely.  The  background  count  was  subtracted  and  the 
fluorescent  count  plotted  against  length  of  fiber  covered. 

A  few  preliminary  experiments  were  conducted  at  NIST  in  order  to  explore  use  of  the 
fiber-optic  flow  sensor.  A  charged  coupling  device  (CCD)  camera  was  used  for  detection  of 
fluorescent  intensities  at  different  wavelengths.  The  fluorescent  spectra  were  recorded  as  the 
fiber  length  was  covered  progressively.  The  spectra  are  shown  in  Figure  2.  As  can  be  observed, 
the  peak  intensity  shows  an  increase.  When  plotted  against  the  length  of  fiber  covered  the  peak 
intensity  shows  a  linear  variation  with  a  jump  at  the  end  (Figure  3). 


Wavelength  (nm) 


Figure  2.  Plot  of  Intensities  of  Fluorescence  Detected  Using  a  CCD  Detector  Array  With 
Wavelengths  of  Light  for  Different  Lengths  of  Fiber  Covered.  (Experiment 
Conducted  at  NIST.) 


5.  Results  and  Conclusions 

The  results  from  the  various  experiments  were  plotted  for  both  the  distal  mode  (Figure  4)  and 
the  evanescent  mode  experiments.  In  the  experiments  with  distal  mode  sensing,  a  significant 
increase  in  signal  was  observed  as  the  flow  reached  the  tip  of  the  optical  fiber.  The  data  from  the 
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Figure  3.  Plot  of  Peak  Fluorescent  Intensity  at  570  nm  Detected  Using  a  CCD  Detector  at 
NIST  for  Different  Lengths  of  Fiber  Covered  by  a  Solution  of  Rhodamine  B  in 
Ethanol. 
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Experiment  Nurber 

Figure  4.  Plot  of  Change  in  Intensity  Detected  as  Fluorescent  Dye  Flows  Past  the  Tip  of 
the  Optical  Fiber. 
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experiments  demonstrates  that  a  fiber-optic  point  flow  sensor  is  feasible.  During  the  filling 
process  in  mold  filling  and  cure,  feedback  from  a  point  sensor  can  provide  vital  information  for 
on-line  control  and  for  triggering  decision  points. 

In  the  evanescent  mode  of  sensing  using  optical  fibers  (Figures  5-7),  it  was  observed  that,  as 
the  fiber  was  covered  by  the  dye,  there  was  an  increase  in  signal  that  was  fairly  linear  in  nature. 
This  linearity  is  predicted  by  the  theory  of  the  evanescent  wave  fiber-optic  sensors.  The  abrupt 
increase  in  signal  at  the  end  can  be  caused  by  the  bulk  fluorescence  of  the  dye  solution  due  to 
leakage  of  light  from  the  optical  fiber.  This  bulk  fluorescence  usually  dissipates  through 
repeated  refractions  and  reflections  at  the  uncovered  part  of  the  surface  of  the  optical  fiber  and 
does  not  reach  the  detector.  As  the  flow  nears  the  detector,  the  numerous  photons  of  bulk 
fluorescence  have  a  smaller  distance  to  travel  to  register  at  the  detector.  Hence,  the  photon  count 
registers  an  increase.  The  intensity  of  the  bulk  fluorescence  is  proportional  to  the  number  of  dye 
molecules  in  the  volume  surrounding  it  and,  hence,  to  the  length  of  fiber  covered.  Thus,  the 
linearity  of  the  signal  is  still  preserved. 


Figure  5.  Plot  of  Peak  Fluorescent  Intensity  at  570  nm  Detected  Using  a  Photon  Counter 
for  Different  Lengths  of  Optical  Fiber  Covered  by  a  Solution  of  Rhodamine  B 
in  Ethanol  (Experiments  1  and  2). 
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Figure  6.  Plot  of  Peak  Fluorescent  Intensity  at  570  nm  Detected  Using  a  Photon  Counter 
for  Different  Lengths  of  Optical  Fiber  Covered  by  a  Solution  of  Rhodamine  B 
in  Ethanol  (Experiment  3). 


♦  Experiment  4 
M  Experiment  5 


Figure  7.  Plot  of  Peak  Fluorescent  Intensity  at  570  nm  Detected  Using  a  Photon  Counter 
for  Different  Lengths  of  Optical  Fiber  Covered  by  a  Solution  of  Rhodamine  B 
in  Ethanol  (Experiments  4  and  5). 
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The  experiments  show  that  an  evanescent  wave  fluorescence  fiber-optic  sensor  is  a  distinct 
possibility.  The  linearity  of  the  signal  can  enable  the  detection  of  flow  in  a  mold  filling  process 
in  any  given  direction  in  an  “analog”  fashion.  The  reaction  time  is  very  small,  and  the  optical 
fiber  may  be  woven  into  the  preform.  This  would  enable  the  sensing  of  flow  in  complicated 
molds  and  in  molds  for  manufacturing  thick  parts,  where  the  sensors  currently  in  use,  which  are 
surface  mounted,  are  inadequate.  Further,  the  optical  fiber  is  of  the  same  size  as  most  preform 
tows  and  it  would  not  affect  the  resin  flow.  In  fact,  it  may  be  used  for  monitoring  strains  due  to 
loading  in  the  composite  part,  after  manufacture. 
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AMSMC  PBM  K 
PICATINNY  ARSENAL  NJ 
07806-5000 

3  COMMANDER 

U  S  ARMY  TACOM 

PM  TACTICAL  VEHICLES 

SFAETVL 

SFAETVM 

SFAETVH 

6501  ELEVEN  MILE  RD 
WARREN  MI  48397-5000 

1  COMMANDER 

U  S  ARMY  TACOM 
PM  ABRAMS 
SFAE  ASM  AB 
6501  ELEVEN  MILE  RD 
WARREN  MI  48397-5000 

1  COMMANDER 

U  S  ARMY  TACOM 

PMBFVS 

SFAE  ASM  BV 

6501  ELEVEN  MILE  RD 

WARREN  MI  48397-5000 
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1  COMMANDER 

U  S  ARMY  TACOM 

PMAFAS 

SFAE  ASM  AF 

6501  ELEVEN  MILE  RD 

WARREN  MI  48397-5000 

2  COMMANDER 

U  S  ARMY  TACOM 
PM  SURV  SYS 
SFAE  ASM  SS 
TDEAN 

SFAE  GCSS  W  GSI M 
D COCHRAN 
6501  ELEVEN  MILE  RD 
WARREN  MI  48397-5000 

1  COMMANDER 

US  ARMY  TACOM 
PM  RDT&E 
SFAE  GCSS  WAB 
J  GODELL 

6501  ELEVEN  MILE  RD 
WARREN  MI  48397-5000 

1  COMMANDER 

U  S  ARMY  TACOM 
PM  SURVTVABLE  SYSTEMS 
SFAE  GCSS  W  GSI  H 
MRYZYI 

6501  ELEVEN  MILE  RD 
WARREN  MI  48397-5000 

1  COMMANDER 

US  ARMY  TACOM 
PMBFV 

SFAE  GCSS  WBV 
S  DAVIS 

6501  ELEVEN  MILE  RD 
WARREN  MI  48397-5000 

1  COMMANDER 

U  S  ARMY  TACOM 
PM  LIGHT  TACTICAL 
VEHICLES 
AMSTATRS 
AJ  J  MILLS  MS  209 
6501  ELEVEN  MILE  RD 
WARREN  MI  48397-5000 


1  COMMANDER 

US  ARMY  TACOM 
PM  GROUND  SYSTEMS 
INTEGRATION 
SFAE  GCSS  W  GSI 
R  LABATILLE 
6501  ELEVEN  MILE  RD 
WARREN  MI  48397-5000 

1  COMMANDER 

US  ARMY  TACOM 
CHIEF  ABRAMS  TESTING 
SFAE  GCSS  W  AB  QT 
T  KRASKIEWICZ 
6501  ELEVEN  MOLE  RD 
WARREN  MI  48397-5000 

1  COMMANDER 

US  ARMY  TACOM 
AMSTA  SF 

WARREN  MI  48397-5000 

1  COMMANDER 
SMCWV  QAE  Q 
B  VANINA 
BLDG  44 

WATER  VLEET  ARSENAL 
WATERVLIET  NY  12189-4050 

14  COMMANDER 

US  ARMY  TACOM 
ASMTATRR 
J  CHAPIN 
R  MCCLELLAND 
D  THOMAS 
J BENNETT 
D  HANSEN 
AMSTA  JSK 
S  GOODMAN 
J  FLORENCE 
KIYER 
J  THOMSON 
AMSTA  TR  D 
DOSTBERG 
L  HINOJOSA 
BRAJU 
AMSTA  CSSF 
H  HUTCHINSON 
F  SCHWARZ 
WARREN  MI  48397-5000 
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1  COMMANDER 
SMCWV  SPM 

T  MCCLOSKEY 
BLDG  253 

WATERVLIET  ARSENAL 
WATERVLIETNY  12189-4050 

10  BENET  LABORATORIES 
AMSTA  AR  CCB 
R  FISCELLA 
GD  ANDREA 
M  SCAVULO 
G  SPENCER 
P  WHEELER 
K  MINER 
J  VASILAKIS 
G  FRIAR 
R  HASENBEIN 
SMCAR  CCB  R 
S  SOPOK 

WATERVLIETNY  12189 

2  TSM  ABRAMS 
ATZKTS 
SJABURG 

W  MEINSHAUSEN 
FT  KNOX  KY  40121 

3  ARMOR  SCHOOL 
ATTN  ATZKTD 
RBAUEN 
JBERG 
APOMEY 

FT  KNOX  KY  40121 

2  HQ  IOC  TANK  AMMO  TEAM 

AMSIO  SMT 
R  CRAWFORD 
W  HARRIS 

ROCK  ISLAND  IL  61299-6000 

1  DIRECTOR 

USARMYAMCOM 
SFAE  AV  RAM  TV 
D  CALDWELL 
BUILDING  5300 

REDSTONE  ARSENAL  AL  35898 


4  DIRECTOR 

US  ARMY  CECOM 
NIGHT  VISION  AND  ELECTRONIC 
SENSORS  DIRECTORATE 
AMSEL  RDNVCM  CCD 
R  ADAMS 
R  MCLEAN 
AYINGST 
AMSEL  RDNVVISP 
E  JACOBS 
10221  BURBECK  RD 
FT  BELVOIR  VA  22060-5806 

2  CDR  USA  AMCOM 

AVIATION  APPLIED  TECH  DIR 
J  SCHUCK 

FT  EUSTIS  VA  23604-5577 

1  U  S  ARMY  CRREL 

PDUTTA 
72  LYME  RD 
HANOVER  NH  03755 

1  US  ARMY  CERL 
RLAMPO 

2902  NEWMARK  DR 
CHAMPAIGN  IL  61822 

2  US  ARMY  CORP  OF  ENGINEERS 
CERD  C  T  LIU 
CEWETTTAN 

20  MASS  AVE  NW 
WASHINGTON  DC  20314 

10  DIRECTOR 

US  ARMY  NATL  GRND  INTEL  CTR 

DLEITER 

SEITELMAN 

MHOLTUS 

M  WOLFE 

S  MINGLEDORF 

H  C  ARDLEIGH 

J  GASTON 

W  GSTATTENBAUER 
R  WARNER 
J  CRIDER 

220  SEVENTH  STREET  NE 
CHARLOTTESVILLE  VA  22091 
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6  US  ARMY  SBCCOM 

SOLDIER  SYSTEMS  CENTER 
BALLISTICS  TEAM 
J  WARD 

MARINE  CORPS  TEAM 

J  MACKIEWICZ 

BUS  AREA  ADVOCACY  TEAM 

W  HASKELL 

SSCNCWST 

W  NYKVIST 

T  MERRILL 

S  BEAUDOIN 

KANSAS  ST 

NATICK  MA  01760-5019 

1  US  ARMY  COLD 

REGIONS  RSCH  & 

ENGRNG  LAB 
PDUTTA 
72  LYME  RD 
HANOVER  NH  03755 

1  SYSTEM  MANAGER  ABRAMS 

BLDG  1002  RM  110 
ATZK  TS  LTC  J  H  NUNN 
FT  KNOX  KY  40121 

9  US  ARMY  RESEARCH  OFFICE 

A  CROWSON 
J CHANDRA 
H EVERETT 
J  PRATER 
R  SINGLETON 
G  ANDERSON 
D STEPP 
D  KISEROW 
J CHANG 
PO  BOX  12211 

RESEARCH  TRIANGLE  PARK  NC 
27709-2211 

1  DIRECTORATE  OF  CMBT 
DEVELOPMENT 
CKJORO 

320  ENGINEER  LOOP  STE  141 
FT  LEONARD  WOOD  MO  65473-8929 


1  COMMANDANT 

U  S  ARMY  FIELD  ARTILLERY  CTR 
AT  FT  SILL 

ATFS  CD  LTC  BUMGARNER 
FT  SILL  OK  73503  5600 

1  CHIEF  USAIC 

LTC  TJ  CUMMINGS 
ATZB  COM 

FT  BENNING  GA  31905-5800 

1  NAVAL  AIR  SYSTEMS  CMD 
J  THOMPSON 
48142  SHAW  RD  UNIT  5 
PATUXENT  RIVER  MD  20670 

1  NAVAL  SURFACE  WARFARE  CTR 
DAHLGREN  DIV  CODE  G06 
DAHLGREN  VA  22448 

1  NAVAL  SURFACE  WARFARE  CTR 
TECH  LIBRARY  CODE  323 
17320  DAHLGREN  RD 
DAHLGREN  VA  22448 

3  NAVAL  RESEARCH  LAB 
I WOLOCK  CODE  6383 
R  BADALIANCE  CODE  6304 
LGAUSE 

WASHINGTON  DC  20375 

1  NAVAL  SURFACE  WARFARE  CTR 
CRANE  DIVISION 

M  JOHNSON  CODE  20H4 
LOUISVILLE  KY  40214-5245 

2  COMMANDER 

NAVAL  SURFACE  WARFARE  CTR 
CADEROCK  DIVISION 
R  PETERSON  CODE  2020 
M  CRTTCHFIELD  CODE  1730 
BETHESDAMD  20084 

2  NAVAL  SURFACE  WARFARE  CTR 
USORATHIA 
C  WILLIAMS  CD  6551 
9500  MACARTHUR  BLVD 
WEST  BETHESDA  MD  20817 
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1  DAVID  TAYLOR  RESEARCH  CTR 
SHIP  STRUCTURES  &  PROTECTION 
DEPARTMENT  CODE  1702 

J  CORRADO 
BETHESDAMD  20084 

2  DAVID  TAYLOR  RESEARCH  CTR 
R  ROCKWELL 

W  PHYILLAIER 
BETHESDA  MD  20054-5000 

1  OFFICE  OF  NAVAL  RESEARCH 

D  SIEGEL  CODE  351 
800  N  QUINCY  ST 
ARLINGTON  VA  22217-5660 

8  NAVAL  SURFACE  WARFARE  CTR 

J  FRANCIS  CODE  G30 
D  WILSON  CODE  G32 
R  D  COOPER  CODE  G32 
J  FRAYSSE  CODE  G33 
E  ROWE  CODE  G33 
T  DURAN  CODE  G33 
L  DE  SIMONE  CODE  G33 
R  HUBBARD  CODE  G33 
DAHLGRENVA  22448 

1  NAVAL  SEA  SYSTEMS  CMD 

DLIESE 

2531  JEFFERSON  DAVIS  HIGHWAY 
ARLINGTON  VA  22242-5160 

1  NAVAL  SURFACE  WARFARE 

M  LACY  CODE  B02 
17320  DAHLGRENRD 
DAHLGRENVA  22448 

1  OFFICE  OF  NAVAL  RES 
J  KELLY 

800  NORTH  QUINCEY  ST 
ARLINGTON  VA  22217-5000 

2  NAVAL  SURFACE  WARFARE  CTR 
CARDEROCK  DIVISION 

R  CRANE  CODE  2802 
C  WILLIAMS  CODE  6553 
3  A  LEGGETT  CIR 
BETHESDA  MD  20054-5000 


1  NAVSEA  OJRI 

PEO  DD21  PMS500 
G  CAMPONESCHI 
2351  JEFFERSON  DAVIS  HWY 
ARLINGTON  VA  22242-5165 

1  EXPEDITIONARY  WARFARE 

DIVN85 
FSHOUP 

2000  NAVY  PENTAGON 
WASHINGTON  DC  20350-2000 

1  AFRLMLBC 

2941  P  STREET  RM  136 
WRIGHT  PATTERSON  AFB  OH 
45433-7750 

1  AFRLMLSS 
R THOMSON 

2179  12TH  STREET  RM  122 
WRIGHT  PATTERSON  AFB  OH 
45433-7718 

2  AFRL 

F ABRAMS 
J  BROWN 
BLDG  653 

2977  P  STREET  STE  6 
WRIGHT  PATTERSON  AFB  OH 
45433-7739 

1  AFRL  MLS  OL 

7278  4TH  STREET 
BLDG  100  BAY  D 
L COULTER 

HILL  AFB  UT  84056-5205 
1  OSD 

JOINT  CCD  TEST  FORCE 
OSD  JCCD  R  WILLIAMS 
3909  HALLS  FERRY  RD 
VICKSBURG  MS  29180-6199 

1  DEFENSE  NUCLEAR  AGENCY 

INNOVATIVE  CONCEPTS  DIV 
RROHR 

6801  TELEGRAPH  RD 
ALEXANDRIA  VA  22310-3398 
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WATERWAYS  EXPERIMENT 
D SCOTT 

3909  HALLS  FERRY  RD  SC  C 
VICKSBURG  MS  39180 

DARPA 

M  VANFOSSEN 
SWAX 

L  CHRISTODOULOU 
3701  N  FAIRFAX  DR 
ARLINGTON  VA  22203-1714 

SERDP  PROGRAM  OFC  PM  P2 
C  PELLERIN 
B  SMITH 

901  N  STUART  ST  SUITE  303 
ARLINGTON  VA  22203 

FAA 

ME  HDBK  17  CHAIR 
L  ECEWICZ 
1601  LIND  AVE  SW 
ANM115N 
RENTON  VA  98055 

FAA  TECH  CENTER 
D  OPLINGER  AAR  431 
P  SHYPRYKEVICH  AAR  431 
ATLANTIC  CITY  NJ  08405 

OFC  OF  ENVIRONMENTAL  MGMT 
US  DEPT  OF  ENERGY 
P  RITZCOVAN 
19901  GERMANTOWN  RD 
GERMANTOWN  MD  20874-1928 

LOS  ALAMOS  NATL  LAB 
F  ADDESSIO 
MS  B216 
PO  BOX  1633 
LOS  ALAMOS  NM  87545 

OAK  RIDGE  NATL  LAB 
R  M  DAVIS 
PO  BOX  2008 

OAK  RIDGE  TN  37831-6195 


5  DIRECTOR 

LAWRENCE  LIVERMORE 
NATL  LAB 
R  CHRISTENSEN 
S  DETERESA 
F  MAGNESS 
M  FINGER  MS  313 
M  MURPHY  L  282 
PO  BOX  808 
LIVERMORE  CA  94550 

7  NIST 

RPARNAS 

JDUNKERS 

M  VANLANDINGHAM  MS  8621 
J  CHIN  MS  8621 
D  HUNSTON  MS  8543 
J  MARTIN  MS  8621 
D  DUTHINH  MS  8611 
100  BUREAU  DR 
GAITHERSBURG  MD  20899 

1  OAK  RIDGE  NATL  LAB 

C  EBERLE  MS  8048 
PO  BOX  2009 
OAK  RIDGE  TN  37831 

1  OAK  RIDGE  NATL  LAB 

CD  WARREN  MS  8039 
PO  BOX  2009 
OAK  RIDGE  TN  37922 

4  DIRECTOR 

SANDIA  NATL  LABS 
APPLIED  MECHANICS  DEPT 
DIVISION  8241 
WKAWAHARA 
KPERANO 
D  DAWSON 
P  NEEL  AN 
PO  BOX  969 

LIVERMORE  CA  94550-0096 

1  LAWRENCE  LIVERMORE 

NATIONAL  LAB 
M  MURPHY 
PO  BOX  808  L  282 
LIVERMORE  CA  94550 
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3  NASA  LANGLEY  RESEARCH  CTR 

MS  266 
AMSRL  VS 
WELBER 
F  BARTLETT  JR 
G FARLEY 

HAMPTON  VA  23681-0001 

1  NASA  LANGLEY  RESEARCH  CTR 

T  GATES  MS  188E 
HAMPTON  VA  23661-3400 

1  USDOT  FEDERAL  RAILROAD 

RDV  31  M  FATEH 
WASHINGTON  DC  20590 

1  DOTFHWA 

JSCALZI 

400  SEVENTH  ST  SW 
3203HNG32 
WASHINGTON  DC  20590 

1  FHWA 

EMUNLEY 

6300  GEORGETOWN  PIKE 
MCLEAN  VA  22101 

1  CENTRAL  INTELLIGENCE  AGENCY 

OTI WDAG  GT 
WL  WALTMAN 
PO  BOX  1925 
WASHINGTON  DC  20505 

1  MARINE  CORPS  INTEL  ACTY 

D  KOSITZKE 

3300  RUSSELL  RD  SUITE  250 
QUANTICO  VA  22134-501 1 

1  NATL  GRND  INTELLIGENCE  CTR 

DIRECTOR 
IANGTMT 
220  SEVENTH  ST  NE 
CHARLOTTESVILLE  VA  22902-5396 

1  DIRECTOR 

DEFENSE  INTELLIGENCE  AGENCY 
TA  5  K  CREELING 
WASHINGTON  DC  20310 


1  GRAPHITE  MASTERS  INC 

J  WILLIS 

3815  MEDFORD  ST 

LOS  ANGELES  CA  90063-1900 

1  ADVANCED  GLASS  FIBER  YARNS 

T  COLLINS 

281  SPRING  RUN  LN  STE  A 
DOWNINGTON  PA  19335 

1  COMPOSITE  MATERIALS  INC 

D  SHORTT 
19105  63  AVE  NE 
PO  BOX  25 

ARLINGTON  WA  98223 

1  COMPOSITE  MATERIALS  INC 

R  HOLLAND 
11  JEWEL  COURT 
ORINDACA  94563 

1  COMPOSITE  MATERIALS  INC 
C  RILEY 

14530  S  ANSON  AVE 
SANTA  FE  SPRINGS  CA  90670 

2  COMPOSIX 
D  BLAKE 
L  DIXON 

120  0  NEILL  DR 
HEBRUN  OHIO  43025 

4  CYTEC  FIBERITE 

R DUNNE 
DKOHLI 
MGILLIO 
RMAYHEW 
1300  REVOLUTION  ST 
HAVRE  DE  GRACE  MD  21078 

2  SIMULA 

J  COLTMAN 
RHUYETT 
10016  S  51ST  ST 
PHOENIX  AZ  85044 

1  SIOUX  MFG 

B  KRJEL 
PO  BOX  400 
FT  TOTTEN  ND  58335 
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2  PROTECTION  MATERIALS  INC 
M  MILLER 

F  CRILLEY 
14000  NW  58  CT 
MIAMI  LAKES  FL  33014 

3  FOSTER  MILLER 
J  J  GASSNER 

M  ROYLANCE 
WZUKAS 
195  BEAR  HILL  RD 
WALTHAM  MA  02354-1196 

1  ROM  DEVELOPMENT  CORP 
ROMEARA 

136  SWINEBURNE  ROW 
BRICK  MARKET  PLACE 
NEWPORT  RI 02840 

2  TEXTRON  SYSTEMS 
T FOLTZ 

M  TREASURE 
201  LOWELL  ST 
WILMINGTON  MA  08870-2941 

1  JPS  GLASS 

L CARTER 
PO  BOX  260 
SLATER  RD 
SLATER  SC  29683 

1  O  GARA  HESS  &  EISENHARDT 
M  GILLESPIE 
9113LESAINTDR 
FAIRFIELD  OH  45014 

2  MILLEKEN  RESEARCH  CORP 
H  KUHN 

M  MACLEOD 
PO  BOX  1926 
SPARTANBURG  SC  29303 

1  CONNEAUGHT  INDUSTRIES  INC 

J SANTOS 
PO  BOX  1425 
COVENTRY  RI  02816 


NO.  OF 

COPIES  ORGANIZATION 


1  BATTELLE 

CR  HARGREAVES 
505  KING  AVE 
COLUMBUS  OH  43201-2681 

2  BATTELLE  NATICK  OPERATIONS 
J  CONNORS 

BHALPIN 

209  W  CENTRAL  ST 

STE  302 

NATICK  MA  01760 

1  BATTELLE  NW  DOE  PNNL 
T  HALL  MS  K23 1 
BATTELLE  BLVD 
RICHLAND  WA  99352 

3  PACIFIC  NORTHWEST  LAB 
M  SMITH 

G  VAN  ARSDALE 
R  SHIPPELL 
PO  BOX  999 
RICHLAND  WA  99352 

1  ARMTEC  DEFENSE  PRODUCTS 
S  DYER 

85  901  AVE  53 
PO  BOX  848 
COACHELLA  CA  92236 

2  ADVANCED  COMPOSITE 
MAILS  CORP 
PHOOD 

J RHODES 

1525  S  BUNCOMBE  RD 
GREER  SC  29651-9208 

2  GLCC  INC 

J  RAY 

M  BRADLEY 

103  TRADE  ZONE  DR 

STE  26C 

WEST  COLUMBIA  SC  29170 

2  AMOCO  PERFORMANCE 

PRODUCTS 
MMICHNOJR 
J  BANISAUKAS 
4500  MCGINNIS  FERRY  RD 
ALPHARETTA  GA  30202-3944 
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1  SAIC 

M  PALMER 

2109  AIR  PARK  RD  S  E 
ALBUQUERQUE  NM  87106 

1  SAIC 

ATTN  G  CHRYSSOMALLIS 
3800  W80TH  ST  STE  1090 
BLOOMINGTON  MN  55431 

1  AAI  CORPORATION 

DR  T  G  STASTNY 
PO  BOX  126 

HUNT  VALLEY  MD  21030-0126 

1  JOHN  HEBERT 

PO  BOX  1072 

HUNT  VALLEY  MD  21030-0126 

12  ALLIANT  TECHS Y STEMS  INC 

C  CANDLAND 
CAAKHUS 
R BECKER 
B  SEE 

N  VLAHAKUS 
RDOHRN 
SHAGLUND 
D  FISHER 
W  WORRELL 
RCOPENHAFER 
M  HISSONG 
DKAMDAR 
600  2ND  ST  NE 
HOPKINS  MN  55343-8367 

3  ALLIANT  TECHS YSTEMS  INC 

J  CONDON 
ELYNAM 
J GERHARD 
WV01  16  STATE  RT  956 
PO  BOX  210 

ROCKET  CENTER  WV  26726-0210 

1  APPLIED  COMPOSITES 

W  GRISCH 

333  NORTH  SIXTH  ST 
ST  CHARLES  IL  60174 


NO.  OF 

COPIES  ORGANIZATION 

1  PROJECTILE  TECHNOLOGY  INC 

515  GILES  ST 

HAVRE  DE  GRACE  MD  21078 

1  CUSTOM  ANALYTICAL 
ENG  SYS  INC 

A  ALEXANDER 

13000  TENSOR  LNNE 

FLINTSTONE  MD  21530 

2  LORAL  VOUGHT  SYSTEMS 
G  JACKSON 

K  COOK 

1701  W  MARSHALL  DR 
GRAND  PRAIRIE  TX  75051 

5  AEROIETGENCORP 
D  PILLASCH 
T  COULTER 
C  FLYNN 
D  RUBAREZUL 
M  GREINER 

1 100  WEST  HOLLYVALE  ST 
AZUSA  CA  91702-0296 

3  HEXCELINC 
RBOE 
F  POLICELLI 
JPOESCH 
PO  BOX  98 
MAGNA  UT  84044 

3  HERCULES  INC 
G  KUEBELER 
J  VERMEYCHUK 
B  MANDERVILLE  JR 
HERCULES  PLAZA 
WILMINGTON  DE  19894 

1  BRIGS  COMPANY 
J  BACKOFEN 
2668  PETERBOROUGH  ST 
HERDON  VA  22071-2443 

1  ZERNOW  TECHNICAL  SERVICES 
LZERNOW 

425  W  BONITA  AVE  STE  208 
SAN  DIMAS  CA  91773 


28 


NO.  OF 

COPIES  ORGANIZATION 


NO.  OF 

COPIES  ORGANIZATION 


2  OLEN  CORPORATION 

FLINCHBAUGH  DIV 
E  STEINER 
B  STEWART 
PO  BOX  127 
RED  LION  PA  17356 

1  OLIN  CORPORATION 

L  WHITMORE 
10101  9TH  ST  NORTH 
ST  PETERSBURG  FL  33702 

1  DOW  UT 

S  TIDRICK 
15  STERLING  DR 
WALLINGFORD  CT  06492 

5  SIKORSKY  AIRCRAFT 

GJACARUSO 
T  CARSTENSAN 
B  KAY 

S  GARBO  M  S  S330A 
J  ADELMANN 
6900  MAIN  ST 
PO  BOX  9729  . 

STRATFORD  CT  06497-9729 

1  PRATT  &  WHITNEY 

DHAMBRICK 
400  MAIN  ST  MS  114  37 
EAST  HARTFORD  CT  06108 

1  AEROSPACE  CORP 
G  HAWKINS  M4  945 

2350  E  EL  SEGUNDO  BLVD 
EL  SEGUNDO  CA  90245 

2  CYTEC  FTBERITE 
M  LIN 

W  WEB 

1 440  N  KRAEMER  BLVD 
ANAHEIM  CA  92806 

1  HEXCEL 

TBITZER 

11711  DUBLIN  BLVD 
DUBLIN  CA  94568 


1  BOEING 
RBOHLMANN 

PO  BOX  516  MC  5021322 
ST  LOUIS  MO  63166-0516 

2  BOEING  DEFENSE 
AND  SPACE  GRP 
W  HAMMOND 

J  RUSSELL 
S  4X55 
PO  BOX  3707 
SEATTLE  WA  98 124-2207 

2  BOEING  ROTORCRAFT 
P  MINGURT 
P HANDEL 

800  B  PUTNAM  BLVD 
WALLINGFORD  PA  19086 

1  BOEING 

DOUGLAS  PRODUCTS  DIV 
L  J  HART  SMITH 
3855  LAKEWOOD  BLVD 
D8000019 

LONG  BEACH  CA  90846-0001 

1  LOCKHEED  MARTIN 

S REEVE 
8650  COBB  DR 
D  73  62  MZ  0648 
MARIETTA  GA  30063-0648 

1  LOCKHEED  MARTIN 
SKUNK  WORKS 
D FORTNEY 
1011  LOCKHEED  WAY 
PALMDALE  CA  93599-2502 

1  LOCKHEED  MARTIN 

R  FIELDS 
1195  IRWIN  CT 
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